[Influence of various dialyzers on acid-base balance in hemodialysis].
Various dialyzers and acid-base balance in haemodialysis: 12 patients aged 32 to 52 years in periodic haemodialysis (4hx3) with residue diuresis absent, were examined during four trimestrial cycles with four different dialyzers (Nephross 16 F I60, Gambro Lundia Optima I3,5 micron, RP 5I0, Vita 2). The acid-base balance was examined 30 days after starting of each cycle. The results are reported and discussed.